Identification and correction of common impression concerns: protocol and considerations.
Precise impression-making techniques are critical to indirect restorative success. By ensuring that a concise protocol is implemented during the impression capture phase, clinicians can predictably deliver optimal results. Common complications that may arise during impression making include inaccurate marginal detail, bubbles, tears, pits, and voids. Proceeding with impression making when such damage is evident will reduce the accuracy of restorative fit and integrity. This article discusses potential concerns during impression capture and addresses approaches to improve the overall quality of impressions taken.